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Abstract— The paper considers the control of neuromuscular
blockade (NMB) induced by atracurium on patients subject to
general surgery. The high levels of uncertainty in the process
model are tackled with supervised multi-model adaptive control,
for which an innovative supervisor based on least squares
estimation is presented to deal with constant unknown offsets
in output measurement. In order to avoid excessive switching
among the controllers, a model clustering is made, with a
common controller in each cluster. Furthermore, an anti-
windup algorithm that may be applied to an integrator that
is common to a bank of controllers is proposed. The control
structure is tested on simulation using realistic nonlinear models
for NMB with parameters estimated from actual patient data.

Index Terms— Adaptive Control, Biomedical Systems, Anaes-
thesia, Computer Control, Control Applications.

I. INTRODUCTION

A major difficulty in the control of the variables involved
in general anaesthesia of patients undergoing surgery is
the high level of uncertainty in the models relating the
manipulated and process variables. Although the structure of
the models is relatively well known, amounting to pharma-
cokinetic/pharmacodynamic (PK/PD) models of Wiener type
[1], [2], there is a strong parameter variability from patient
to patient that suggests the use of adaptive methods thereby
yielding a performance increase while stabilizing different
dynamics. In this paper, the control of neuromuscular block-
ade (NMB) level is considered [3].

Although a variety of adaptive algorithms may be con-
sidered, some of which have been successfully tried in
anaesthesia, either in simulations or actual clinical cases
[4], [5], [6], this paper focus its attention on the class of
Supervised Multi-Model Adaptive Controllers (SMMAC).
This approach is not new [7], [8] (see a tutorial on [9]), but
continues to attract attention, both for theoretical extensions
[10], [11], [12], [13] and applications [14], [15]. In what
concerns neuromuscular blockade control, successful clinical
results of the application of variants of SMMAC are reported
in [16], [17]. In this respect, a number of issues remain open,
including the methodology for finite controller covering, the
design of local controllers and the existence of measure
offsets.
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The main contribution of this paper consists in an innova-
tive supervisor algorithm based on mean squares minimiza-
tion and its demonstration on neuromuscular blockade. Other
contributions include the adaptation of the wind-up algorithm
to a single integrator connected to multiple controllers and
the use of clustering algorithms to apply SMMAC to NMB.

The paper is organized as follows: After the Introduc-
tion in which the problem is formulated and the state of
the art reviewed, the neuromuscular blockade pharmacoki-
netic/pharmacodynamic model for atracurium is presented
in section II. Section III describes the control algorithm,
including the new supervisor for dealing with constant off-
sets and section IV illustrates its performance by simulations
with the nonlinear neuromuscular blockade model. Finally,
section V presents a final discussion and draws conclusions.

II. NEUROMUSCULAR BLOCKADE

The dynamic response of the neuromuscular blockade for
atracurium may be modeled [2], [3] using a compartmental
model, resulting in the Wiener type model shown in Figure
1. Here, the linear pharmacokinetic model with transfer
function

GPK(s) =
a1

τ1s + 1
+

a2

τ2s + 1
(1)

relates the drug infusion rate u(t) [µg kg−1 min−1] with
the plasma concentration cp(t) [µg ml−1], where ai

[kg ml−1min−1] and τi [min] (i = 1, 2) are patient de-
pendent parameters.

The pharmacodynamic part comprises a linear model that
relates the plasma concentration with the so called effect
concentration ce(t), described by the transfer function

GPD(s) =
1

(τ3s + 1)(τ4s + 1)
(2)

and a nonlinear static relation between between the effect
concentration and the NMB level r(t) [%], assumed to be
given by the Hill equation, written as

r(t) =
100Cγ

50

Cγ
50 + cγ

e (t)
(3)

where parameters τi [min] (i = 3, 4), C50 [µg ml−1] and
γ (dimensionless) are also patient-dependent. The variable
r(t), normalized between 0 and 100, measures the level
of the neuromuscular blockade, 0 corresponding to full
paralysis and 100 to full muscular activity.
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Fig. 1: Block diagram of the neuromuscular blockade model.

III. SUPERVISED MULTI-MODEL ADAPTIVE CONTROL

Figure 2 shows the basic architecture employed by the
supervisory multi-model adaptive control (SMMAC) struc-
ture. It consists of a bank of Nc controllers and a supervisor.
The supervisor decides at each time what is the index φ
of the controller to actually apply to the plant (the patient).
This decision is based on a multiple model based estimator
that compares the outputs of a bank of models with the
actual plant output. The index of the model that best fits the
observed plant dynamics is then used to select the controller
to apply.

Although the original approaches used as many controllers
as models, it is also possible to associate one controller to
a class of models, thereby reducing excessive switching that
would lead to performance degradation.

In order to ensure stability, a dwell time condition [7]
is used. This amounts to impose that, once a controller is
applied to the plant, it will remain so for at least a minimum
period of time.

Patient
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Controller bank

y
u
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Fig. 2: Supervisory multi-model adaptive control structure.

Hereafter, the different elements of SMMAC are described
in detail, in what concerns its specificities relating the
problem at hand here.

A. Local controller design

Each controller Ci in the bank of controllers is designed by
pole placement, using a polynomial approach [18]. This is a
well known design algorithm, briefly sketched below for the
sake of completeness. Let the patient dynamics be described,
around an operation point, by the linear incremental model

A(q)r(k) = B(q)u(k) (4)

where A and B are coprime polynomials in the forward shift
operator q and k is an integer that denotes discrete time. The
admissible control laws are given by

R(q)u(k) = T (q)rc(k)− S(q)r(k) (5)

where R(q), S(q) and T (q) are polynomial in the forward-
shift operator. The problem to solve consists in designing
a causal control law such that the closed loop dynamics is
given by

Am(q)r(k) = Bm(q)u(k) (6)

with Am and Bm conveniently specified.
In order to solve this problem, perform the factorizations

A = A+A− and B = B+B− with A+ and B+ monic and
hurwitz. The controller is then obtained by the solution of the
following diophantine equation with respect to the unknowns
R̄ and S̄:

A−RdR̄ + B−SdS̄ = AmAc
0 (7)

subject to the following order constraints




∂S̄ = ∂A− + ∂Rd − 1
∂S = ∂R = ∂A− + ∂A+ + ∂Sd + ∂Rd − 1
∂R̄ = ∂R− ∂B+ − ∂Rd

∂Ac
0 = 2∂A− − ∂Am + ∂A+ + ∂Sd + ∂Rd − ∂B+ − 1

(8)
The term Rd = q − 1 includes an integral action to help
rejecting steady state error and constant disturbances. The
term Sd = q + 1 corresponds to a pole in the Nyquist
frequency that ensures that measurement noise does not
generate large signals [18]. The polynomials defining the
controller are then computed by





R = B+R̄ Rd

S = A+S̄ Sd

T = B̄mA+Ac
0

(9)

B. Anti-windup algorithm

In order to ensure smooth switching between controllers
the integrator is common to all controllers. Since the actuator
has saturation limits (the pump usually operates between (0
and 20 ml/h) an anti-wind-up mechanism has to be included.
The algorithm used is a simple extension to multiple con-
trollers of the one presented in [18]. Adding Aaw(q)u(k)
in both members of (5), where Aaw(q) is the characteristic
polynomial of the anti-windup observer, results in

{
Aawv = Trc − Sr + (Aaw −R)u
u = sat(v) (10)

where v is the control signal before the saturation. Figure 3
shows the anti-windup scheme with an integrator common
to all controllers. When the control signal is not saturated
the anti-windup scheme reduces to an integrator.

C. Model clustering

According to the approach followed [10], the number
of controllers in the controller bank is much smaller than
the number of possible models. The association of a set
of models to one controller (clustering) may be done in



Fig. 3: Block diagram of the anti-windup scheme.

several ways. Since the controller associated to each cluster
of models must stabilize all the models in the cluster, this is
taken into account. For that sake, when a distance between
models is required, use is made of the v-gap metric [10]. This
metric is such that, if two models are close, a controller that
stabilizes one model in closed loop is likely to stabilize the
other as well.

Three model clustering methods are considered:

1) An "heuristic" method based on specific structure of
NMB;

2) A clustering method based on a modification of the
k-means algorithm [19];

3) A clustering method based on the Complete Link
algorithm for graphs [19].

The data used consists in the parameters estimated from
patient data. This set contains 100 models that are represen-
tative of a population of patients undergoing elective surgery
[3].

The so called "heuristic" method explores known facts
about the response of NMB to a bolus [3]. The NMB
response induced by a bolus administration in the induction
phase varies significantly from patient to patient, but may
be characterized, in a simplified way, by two features. One
of these features is T10 − T80, the difference between the
time instants for the time response of the NMB level r to
be at r = 10% and r = 80% after a bolus. The other,
P , provides a measure of how long does the drug remain
effective in the patient, and is defined as the amount of
time the NMB level is below 5%. As shown in [3], these
features are correlated with acceptable (stabilizing) gains
for a PID controller and therefore it is expected that they
provide significant information on controller design. This
means that it is expected that, if two models are close
in the space of these features, then they admit a common
stabilizing controller that yields a closed-loop performance
that is similar in both cases. Off-course this is a merely
heuristic argument that had to be verified by simulation.
Hence, clusters have been build by trial and error in the space
of the features T80−T10 and P . These clusters can be seen
in figure 4 for a partition with 12 classes. The dashed lines in
red represent the class separation and the * are the centroids,
chosen such that the corresponding controller stabilizes every
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Fig. 4: Clustering with 12 classes using T80− T10 and P .

model of the class.
The second method is the well known k−means modified

such that, instead of using random initializations, it starts at
the cluster obtained by the heuristic method.

The last method was proposed in order to overcome the
need to start from an initial approximative solution obtained
from problem knowledge. For that sake the Complete Link
algorithm was used [19].

With these methods, 6 controller banks were build, one
for each clustering methods and number of classes (either
7 or 12, resulting from a refinement of the partition with 7
classes).

D. Supervisor

The supervisor proposed in [7] consists of the following
elements:
• Bank of model based output estimators;
• Prediction error performance index computation;
• Switching logic.

For ease of reference, this supervisor will hereafter be named
PEPI (Prediction Error Performance Index).

The model bank is made from N models Mj , each
represented by the ARX model

Aj(q−1)yj(k) = Bj(q−1)u(k) + ēj(k), (11)

in which

Aj(q−1) = 1 +
na∑

i=1

aj,iq
−i Bj(q−1) =

nb∑

i=1

bj,iq
−i

are polynomials in the unit delay operator q−1, with Aj

monic and Bj of fixed degrees na and nb respectively,
for all j = 1, ..., N . These models are obtained from the
linearization of the Wiener NMB model described in section
II. From these models, the estimator for the output assuming
model Mj is given by

ŷj(k) = (Ap
o −Aj)

1
Ap

o
y(k) +

Bj

Ap
o
u(k). (12)



where Ap
o(q

−1) = 1 +
∑na

i=1 ao,iq
−i is a monic hurwitz

polynomial with the same degree as the Aj’s, that will
hereafter be referred as the prediction observer polynomial.
If a dead-beat ("fast") observer is selected (all the roots of
Ap

o at the origin) no filtering occurs. As confirmed by the
experiments below, a much better choice consists in making
the observer dynamics much slower, by selecting the roots
of Ap

o in the real segment between 0 and 1, but away from
0. The importance of the selection of Ap

o when controlling
the NMB level is shown, through actual clinical results in
[17].

For each model Mj , the prediction error, epj
is by sub-

tracting ŷj from yj . A performance index πpj
, j = 1, . . . , N ,

is then computed by low pass filtering according to

πpj
(k) = λpπpj

(k − 1) + (1− λp)e2
j (k), (13)

where λp is a parameter that can be either constant or
variable. The variable solution aims at adjusting λp as a
function of a measure of the input excitation according to
the following rationale: when the control error (it could be
the prediction error as well) is below a specified threshold,
the adaptation is suspended and λp = 1, if not the λp is set
to λ0 = 0.85 which implies a faster adaptation.

Since the discrete models Mj = (Aj , Bj) are linearized
around a working point, they are affected by a constant
(in practice exactly unknown) off-set. A solution to this
problem with the PEPI estimator is to differentiate the
control and NMB signals before entering the supervisor. This
has the disadvantage of increasing the noise level. Another
possibility is explained hereafter.

E. Dealing with constant offsets

In order to derive a Least Mean Squares estimator (LMS)
based supervisor able to deal with unknown constant offsets,
let the linearized patient model be written as

{
As(k) = Bu(k)
y(k) = s(k) + b

(14)

where A and B are unknown polynomials that define the
patient model and b is an unknown but constant bias term
(only y can be measured, not s). The following predictor is
asymptotically correct for the model (14)

ŝ =
(
1− A

ω

)
s +

B

ω
u (15)

where ω is any hurwitz polynomial. From (14) and (15)

ŷ = ŝ + b =
(
1− A

ω

)
s +

B

ω
u + b (16)

Let the multiple models be defined by
{

Aisi = Biu
yi = si + bi

(17)

For these models, we can use predictors of the form

ŷi =
(
1− Ai

ω

)
s +

Bi

ω
u + bi (18)

Since s is not available, it is necessary to express the
predictors in terms of the measured output y. To this effect,
replace s by y − bi which is correct for the actual model:

ŷi =
(
1− Ai

ω

)
y +

Bi

ω
u +

Ai

ω
bi (19)

Hence the prediction error is given by

ŷi − y = −Ai

ω
(y − bi) +

Bi

ω
u (20)

This predictor has the key property that if there is model
matching (in the sense that Ai = A, Bi = B e bi = b) one
has

ŷi − y = −Ai

ω
(y − bi) +

Bi

ω
u = −A

ω
s +

B

ω
u → 0

Once obtained an expression for the predictor, the opti-
mization problem is formulated. At time Kf one seeks to
find the model that minimizes

arg min
1≤i≤N

Kf∑

k=0

(ŷi(k)− y(k))2 (21)

To avoid having one model for each value of bi, one can
perform the minimization over bi in closed form. To do this,
linearity is used in order to generate the output estimation
error as follows:

ŷi − y = αi + biβi (22)

Comparing (20) and (22) it is concluded that

αi := −Ai

ω
y +

Bi

ω
u βi := −Ai

ω
1 (23)

where 1 denotes the unit step function. This allows to express
model selection as

arg min
1≤i≤N

Kf∑

k=0

(αi(k) + biβi(k))2 (24)

or equivalently

arg min
1≤i≤N

( Kf∑

k=0

α2
i (k)

)
+

+2bi

( Kf∑

k=0

αi(k)βi(k)
)

+ b2
i

( Kf∑

k=0

β2
i (k)

)
(25)

The minimization over all bi ∈ R can be done in closed
form:

bopt
i = −

Kf∑
k=0

αi(k)βi(k)

Kf∑
k=0

βi(k)2
(26)

Substituting the optimal solution (26) in the model selection
equation (25), results in

arg min
1≤i≤N

Kf∑

k=0

α2
i (k)−

( Kf∑
k=0

αi(k)βi(k)
)2

Kf∑
k=0

βi(k)2
(27)
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Fig. 5: Simulation results obtained for M56 with τD = 5. (a)
- NMB signal (b) - switching (σ) and class index (φ) signals.
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Fig. 6: Simulation results obtained for M56 with h = 1. (a) -
NMB signal (b) - switching (σ) and class index (φ) signals.

IV. SIMULATION RESULTS

A number of simulations are shown hereafter that illustrate
the results obtained with SMMAC including the options
explained above. In these simulations an initial bolus of
500 µ kg−1 is applied at the beginning. As a consequence,
the NMB index decreases to a value between 0% and 5%,
depending on the patient model. In this initial phase, the
system is almost saturated and therefore the controller is only
started after 30 min.

A. Dwell-time vs. Hysteresis

In the first example the switching logic based on dwell-
time is compared with the one that uses hysteresis [15]. In
both cases, he PEPI supervisor is used. Figure 5, shows the
results with dwell-time, and figure 6 shows the results when
hysteresis is used to implement the decision logic. Patient
model M56 is used. Although the input/output performance
is similar, hysteresis leads to a much lower number of
switchings, which is an advantage.

B. Constant vs. variable prediction filter

This example illustrates the advantage of using a variable
performance index computing filter. The PEPI supervisor is
used. The simulation results for the case with constant and
variable λp are shown in Figures 7 and 8, respectively. With
a constant λp the adaptation was to sluggish, leading to a
settling time much slower than the one obtained with variable
λp.

C. LMS estimator

Figure 9 shows a typical result obtained with the LMS
estimator. The LMS based estimator usually yields a good
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Fig. 7: Simulation results obtained for M69 with constant
λp = 0.975. (a) - NMB signal (b) - manipulated variable (c)
- switching (σ) and class index (φ) signals.
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Fig. 8: Simulation results obtained for M69 with variable
λp, with λ0 = 0.85 and ec(t) threshold of 0.1%. (a) - NMB
signal (b) - manipulated variable (c) - switching (σ) and class
index (φ) signals, (d) - λp(t) as a function of ec(t) variation.

performance and a reduced number of switchings. In the
example showed, the patient response was good despite the
switching controller did not converge to the controller of the
patient’s class.

D. Complete simulation results

Table I, shows performance parameters for the different
structures considered. These performance parameters are the
number of situations in which the controller converged to
the "correct" one, the initial Overshoot, the settling time,
ts, between ±1% and the mean squared error at steady state
(t > 75 min).

Both the PEPI and LMS based supervisors yielded good
results. In general, the PEPI estimator worked better with 7
controllers, in opposition the LMS estimator that showed to
perform better with more controllers.

V. DISCUSSION AND CONCLUSIONS

The SMMAC structure proposed solves a number of
difficulties in the control of NMB for patients subject to
general anaesthesia. In particular, a supervisor based on



TABLE I: Performance parameters the control systems implemented.

Overshoot [%] ts [min] MSE [%]
Control System converging cases avg worst case avg worst case avg worst case
intuitive-7-PEPI 63 2.84 35 65.22 96 0.0205 0.34
intuitive-7-LMS 27 4.62 39 68.24 286 0.0523 1.6
k-means-7-PEPI 69 2.25 35 66.65 298 0.3098 29.3
k-means-7-LMS 33 4.39 54 67.09 250 0.2804 8.35

agglomerative-7-PEPI 26 23.41 99 110.82 300 11.47 114
agglomerative-7-LMS 34 3.72 36 68.11 197 0.1222 4.47

intuitive-12-PEPI 14 7.09 45 112.07 300 0.7415 8.75
intuitive-12-LMS 14 2.88 40 59.96 286 0.0277 1.4
k-means-12-PEPI 8 4.25 50 86.47 300 0.6008 15.9
k-means-12-LMS 12 3.11 45 61.61 157 0.0707 4.43

agglomerative-12-PEPI 20 9.51 64 107.7 300 1.5882 17.6
agglomerative-12-LMS 22 11.04 99 91.34 300 1.4983 13.2

0 50 100 150 200 250 300
0

5

10

15

20

25

30

t[min]

r[
%

]

(a)

 

 
r

rc

0 50 100 150 200 250 300
0

5

10

15

20

25

30

35

40

45

50

t[mins]

u[
µ 

g/
K

g/
m

in
]

(b)

0 50 100 150 200 250 300
0

10

20

30

40

50

60

70

80

90

100

t[mins]

σ,
 φ

(c)

* 77* 34* 66

Fig. 9: Simulation results obtained for M85 with the LMS
estimator. (a) - NMB signal (b) - manipulated variable (c) -
switching (σ ) and class index (φ) signals.

least mean squares solved the problem of the existence
of unknown offsets. Comparing it with existing algorithms
based on model performance evaluation, it is observed that
a reduced number of switches occurs.

A final difficulty is smooth star-up. Due to nonlinearity
embodied in the Hill equation, the NMB level becomes
saturated for a period after the initial drug bolus. In order
to start SMMAC with unacceptable start-up transients, a
proportional controller is first applied for some minutes. In
order to switch to SMMAC, during 5 samples the state of
SMMAC should be initialized with a value consistent with
the control yielded by the proportional controller.
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